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SPRING STACK ADJUSTER .

. decrease
increase stability

Fully extend limb to access the adjuster. recorded no. of clicks.

Rotate the SPRING STACK ADJUSTER to
achieve the required stability for the individual
amputee. Note: Audible clicks should be heard
upon adjustment, and the adjuster is self locking.
Tighten the SPRING STACK to reduce stability.
Release the SPRING STACK to increase
stability - See above.
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View from below

If required, the adjuster may be reset to the
factory setting.This can be achieved by reducing
stability by six audible clicks from the maximum
setting.
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